The early clinical results are described ofa real time, electromagnetic imaging system as an aid to colonoscopy. After gaining experience with the use of the system, one experienced endoscopist was randomised to perform consecutive colonoscopies either with (n=29) or without (n=26) the imager view. All procedures were recorded on computer disk and replayed for retrospective analysis. Total colonoscopy was achieved in all patients except one (imager view not available).
It is now widely recognised that colonoscopy is the investigation of choice for most diseases of the colon.l1 It remains a technically demanding procedure, however, which is both difficult to learn and time consuming to teach.5 Most of the difficulties met during colonoscopy are caused by recurrent looping of the colonoscope in the surprisingly variable colonic anatomy encountered.6 In most cases, once a loop has formed it must be straightened before the tip of the instrument can be advanced and total colonoscopy achieved. The manoeuvres that successfully straighten the colonoscope are dependent upon the type of loop that has formed.7 Therefore it is desirable to be able to visualise the configuration of the colonoscope inside the patient as well as to see the anatomical location of the colonoscope tip. We have previously described a new, non-x ray method for imaging endoscopes.89 In this paper we report on our up dated clinical experience with a real time version of the former system as an aid to colonoscopy.
Method
Real time electromagnetic imaging: principle of the method Three sets of generator coils situated beneath the endoscopy table, sequentially produces pulsed, low strength (about 1 X 10-6 that of a standard magnetic resonance scan) electromagnetic fields external to the patient. (Bladen JS, et al. Conference record of the 1993 IEEE Nuclear Science Symposium and Medical Imaging conference). These fields are detected by a series of 15 sensor coils (1 cm in length by 2 mm wide), positioned at 12 cm intervals along the length of a catheter that is inserted down the biopsy channel of the colonoscope. From the electrical signal produced in the sensor coils the exact position and orientation of each sensor can be calculated. By fitting a smooth curve through each of the calculated points a computer graphics image of the colonoscope shaft is built up and displayed on a computer monitor. A three dimensional effect is created by differential grey shading (Fig 1) If the position of the patient changed during the procedure the same anatomic points were re-registered in the new patient position. The imager view was recorded continuously throughout intubation in both study groups, except when the catheter was withdrawn from the biopsy channel to facilitate suction, biopsy or polypectomy. For examinations in which the endoscopist was randomised to perform the procedure blindly, without the imager view he was asked at regular intervals by an independent observer, aware of the imager view, to give an estimation of the anatomical location of the colonoscope tip, whether he considered a loop had formed, and if so which type of loop he believed it to be. Changes in patient position were recorded. When abdominal pressure was requested, the endoscopy assistant placed a single sensor coil on the palm of the hand, (represented by a white sphere on the imager display) so that the position of the hand in relation to the colonoscope could be seen (Fig 2) . After the examination the quality of bowel preparation, clinical findings, total time, and extent of the intubation were recorded. All images obtained were saved on computer disk and retrospectively analysed. For each procedure the type of loops that formed during intubation and their duration were recorded along with the number of attempts taken to successfully straighten the colonoscope and advance the colonoscope tip.
In addition the accuracy of abdominal pressure and whether or not it was of benefit in advancing the colonoscope was recorded. First clinical results with a real time, electronic imager as an aid to colonoscopy Table IV . Abdominal pressure was used on 10 occasions in both study groups (Fig 2) . Advancement of the colonoscope tip and straightening of a loop associated with hand pressure occurred more frequently, however, when the endoscopy personnel could see the imager view, p=0-02 by Fisher's exact test (Table V) .
Statistical analysis
Without the imager view, 42% of all loops that formed were incorrectly diagnosed by the endoscopist. A sigmoid spiral loop was correctly diagnosed on 24 of 28 occasions and -N: u a: :
.. Electronic imaging for the first time gives the endoscopist the ability to see the three dimensional configuration of the whole instrument and the exact location of its tip within the abdomen. The imager has now been used successfully in over 100 procedures and proves to be both robust and safe. The colonoscope configuration can be viewed from any position, but we found that for ease of recognition anteroposterior (AP) and lateral views were preferred. The lateral presentation in particular gave increased information about the depth and angulation of the colonoscope: often what appeared to be a shallow bend in the AP view was more acute when viewed laterally. The lateral view often permitted more accurate assessment of the correct manoeuvres to straighten the colonoscope. To obtain more information about the anatomical position of the colonoscope we incorporated, as a routine, a series of body landmarks, which delineated the contours of the abdomen and pelvis. Rather than attaching marker coils to the patient we preferred to set the landmarks on screen at the beginning of the examination with a single sensor coil and then reset them if the patient's position subsequently changed -a process that takes only a few seconds. Analysis of the two patient groups in this small pilot study, with an expert colonoscopist performing the procedures, has not shown that the imaging device significantly decreases the time taken to achieve total colonoscopy or that it reduces the duration of looping per patient. We have found, however, that with the benefit of the electronic imager, the number of attempts required to straighten the shaft is less and that assistant hand pressure is more effective in controlling loops. The imager permits comprehensive assessment of each loop that forms and so makes the manoeuvres to straighten the colonoscope logical and intuitive, rather than empirical.
By placing an additional sensor on the endoscopy assistant's hand, so that the position of the hand can be seen on the imager screen in relation to the colonoscope, abdominal pressure can be applied accurately over the apex of the loop to help to reduce it. It is sometimes obvious using the imager that the apex of the loop is deep in the abdomen so that abdominal pressure will be of little use and may even impede progress.
In this study the endoscopist was able to locate the tip of the colonoscope accurately 87% of the time without the benefit of the imager. He was incorrect about the anatomical location of one carcinoma, however, which would have resulted in confusion at surgery without subsequent analysis of the imager record. The ability to assess the anatomical position of the tip of the colonoscope accurately is not only important in localising lesions but also in ensuring total colonoscopy has been achieved. There are no reliable endoscopic landmarks until the ileocaecal valve or appendiceal orifice are reached and the inherent elasticity and variable mobility of the colon means that the entire 160 cm colonoscope can 
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First clinical results with a real time, electronic imager as an aid to colonoscopy 917 be inserted with the colonoscope tip no further advanced than the sigmoid colon. In this study the imager showed that the endoscopist was always correct in assessing caecal intubation but less experienced endoscopists can mistake the mid-transverse colon or hepatic flexure as the caecum, so resulting in the right colon not being examined and lesions being missed. The ability to assess the anatomical depth of insertion is also important for flexible sigmoidoscopy or limited colonoscopy when the caecum is not reached. In addition the imaging system allows biopsy specimens to be taken accurately from different segments of the colon for surveillance and research purposes.
There are some limitations of the system. In its present form use of the electronic imager necessitates obstruction of the instrumentation channel by the sensor catheter, so impeding or sometimes preventing aspiration of air or fluid unless a two channel instrument is available. We anticipate that the chain of sensors will eventually be built into the shaft or inserted during repair or maintenance. This will have the added benefit that the sensor connecting leads can emerge from the endoscope umbilically rather than adding to the complexity of the control section. An inherent limitation of the system is that unlike fluoroscopy neither the gas shadow of the intestine nor the bony structures can be seen; the benefits of the real time and overall view obtained, however, easily compensate for this.
In conclusion we have found that electromagnetic imaging of colonoscopy is both practical and beneficial. During the examination it was easy to locate with accuracy any lesions encountered, to assess the large variety of loops that formed during intubation, and to visualise the manoeuvres necessary to straighten the colonoscope and advance the tip. Because of limited availability of the imaging equipment we have so far been unable to continue formal clinical evaluation. We suspect, however, that the system will be of even greater benefit to trainees or less experienced endoscopists. When commercially available, we predict that electronic imagers will have an important impact on training and performance of colonoscopy and should eventually become standard equipment in most endoscopy units.
imager as an aid to colonoscopy. 
